Introduction {#Sec1}
============

Obstructive sleep apnea (OSA), which affects 4 % of men and 2 % of women in the middle-aged population \[[@CR1]\], increases the risk for cardiovascular diseases and traffic accidents \[[@CR2]\]. An apnea--hypopnea index of at least five events per hour is the basis for an OSA diagnosis \[[@CR3]\]. Oral appliance therapy with mandibular advancement devices (MADs) is the main alternative to continuous positive airway pressure (CPAP), the gold standard of treatment \[[@CR4]--[@CR8]\]. Both CPAP and MAD treatment have a beneficial effect on OSA-related cardiovascular morbidity \[[@CR2], [@CR9], [@CR10]\]. Recently, in accordance with CPAP, an objective compliance measurement became also available for MAD therapy \[[@CR11]\].

MADs advance the mandible and tongue, thereby improving upper airway patency during sleep and preventing upper airway collapse \[[@CR12]\]. Although many types are available \[[@CR13]--[@CR16]\], all MADs require retention on the teeth to maintain protrusion of the mandible during sleep. Lack of retention causes loosening of the MAD and might result in reduced efficacy of OSA treatment, patient complaints about poor fit and an increased risk of side effects \[[@CR15], [@CR17], [@CR18]\].

In vitro testing of the retentive characteristics of MADs could be considered as a first step in gaining more insight into the retention mechanisms involved and leading to the eventual definition of useful selection criteria for MADs. Therefore, the aim of this in vitro pilot study was to compare the retention forces upon removal of three different MAD designs: a custom-made monobloc, a thermoplastic monobloc, and a thermoplastic duobloc configured as a monobloc. The effects of the duration of the test and the amount of protrusion on the retention forces were also studied.

Materials and methods {#Sec2}
=====================

A custom-made monobloc (CM-mono, University Hospital Antwerp, Belgium), a prefabricated thermoplastic monobloc (TP-mono, Somnoguard, TomeD Dr. Toussaint GmbH, Germany), and a prefabricated thermoplastic duobloc (TP-duo, Somnofit, Oscimed, Switzerland) were investigated. Dental impressions and casts were made (Impregum Pentasoft Medium, 3 M ESPE AG, Germany) for one patient with complete upper and lower dental arches including third molars and class II bite proportions. The CM-mono (Fig. [1a](#Fig1){ref-type="fig"}) was made in the dental lab using vacuum thermoforming techniques (Erkoflex, Erkodent Pfalzgrafenweiler, Germany). The upper part consisted of a single 4-mm-thick sheet (Erkoflex 581248). The lower part was multilayered with a 2-mm-thick inner sheet (Erkoflex 581258), a 1-mm-thick reinforcing intermediary sheet (Erkodur 521210), and a 4-mm-thick outer sheet (Erkoflex 581248). The margins were finished with a tungsten burr and heat-treated. Both the TP-mono (Fig. [1b](#Fig1){ref-type="fig"}) and TP-duo (Fig. [1c](#Fig1){ref-type="fig"}) were adapted chair-side by a dental sleep professional by softening the thermoplastic in a temperature-controlled hot water bath according to the respective manufacturers' instructions. The TP-duo was modified into a monobloc by melting both the upper and lower parts together to enable the experimental setup. Two protrusive positions were investigated: 3 mm (*n* = 5 appliances tested for CM-mono, TP-mono, TP-duo) and 8 mm (*n* = 3 appliances tested for CM-mono; *n* = 5 appliances tested for TP-mono and TP-duo), representing 25 and 65 % of the maximal protrusion.Fig. 1Mounting of the custom-made monoblock CM-mono (**a**), the thermoplastic monoblock TP-mono (**b**), and the thermoplastic duoblock TP-duo (**c**) on the epoxy casts

Epoxied casts were mounted in average value inclination of the occlusal plane (Fig. [2](#Fig2){ref-type="fig"}) and centered in a hydraulic cyclic test machine (Dartec HC10, testbench Dartec 9600 Controller, Dartec, UK). The forces required for removal of the MADs from these casts were continuously recorded during 730 cycles at 35 °C in a dry environment to simulate 1 year of clinical use. A triangular loading/unloading wave curve (7.5 mm/s actuator speed) was applied. The stroke of the actuator head was linear for both protrusions and the length was set so that the MAD did not completely separate from the casts upon removal, preventing problems with misalignment at reinsertion during the next loading cycle. Statistical evaluation of the results was based on repeated measures ANOVA with three within-subjects factors: MAD type, amount of protrusion and duration of test. All analyses were conducted using SAS 9.2 (SAS Institute, Cary, NC). Significance level was set at 0.05.Fig. 2Positioning of the epoxied models in the dynamic testing machine prior to insertion of the MAD. A temperature sensor is visible at the lower jaw

Results {#Sec3}
=======

The measured removal forces of the three MADs tested differed significantly (*P* \< 0.0001), with the TP-duo showing the highest values and the TP-mono showing the lowest (Table [1](#Tab1){ref-type="table"} and Fig. [3](#Fig3){ref-type="fig"}).Table 1Removal forces (N) expressed as mean (±SD) for both protrusion positions (3 and 8 mm) at the first and the last test cycle for the three types of MADs tested illustrating the effect of duration of the testTypeProtrusion, mmStart (N)SDEnd (N)SD*P* value\*CM-mono317.62.222.01.20.0748838.74.035.70.60.3351TP-mono35.81.94.01.00.453588.22.88.82.90.8017TP-duo340.612.331.86.10.0011^a^848.09.732.69.4\<0.0001^a^\**P* value = 0.05, significance level, result of the repeated measures ANOVA^a^Statistically significant at the 0.05 probability level for the time effectFig. 3Box plot showing the retention forces as a function of protrusion position. Plot showing the lower quartile, median, upper quartile, average (*filled circle*) and outliner (*empty circle*). The ends of the whiskers indicate the minimum and maximum of all the data

Table [1](#Tab1){ref-type="table"} shows the removal forces (in Newton) expressed as mean (± SD) for both protrusion positions (3 and 8 mm) at the first and the last cycle of the tests, revealing the effect of test duration: only the TP-duo showed a significant reduction in removal forces, which was true for both protrusion positions (*P* \< 0.0001 and *P* = 0.0011).

The effect of the amount of protrusion on the removal forces differed significantly between all three MADs tested (*P* = 0.0074) as shown in Fig. [3](#Fig3){ref-type="fig"}. The CM-mono showed higher retention forces at the 8-mm protrusion compared to the 3-mm position, both at the start and end of the test (*P* \< 0.0001 and *P* = 0.0003, respectively). The TP-duo only showed higher retention forces at the start of the test in the 8-mm protrusion compared to the 3-mm protrusion (*P* = 0.0108).

Inspection of the inner surfaces of the tested MADs revealed the presence of wear particles and tear characteristics as shown in Fig. [4](#Fig4){ref-type="fig"}.Fig. 4Wear particles and striae on the inner surfaces of the MADs tested: (*left*) CM-mono, (*center*) TP-mono, and (*right*) TP-duo

Discussion {#Sec4}
==========

In MAD therapy for OSA, a plethora of devices exist with different designs \[[@CR5], [@CR16], [@CR19]\]. Such design features may influence the retention of the MAD, the degree of advancement of the mandible, and the range of movement of the mandible \[[@CR19]\]. It is, however, unclear as to what extent some of these variations in design may affect clinical efficacy, adverse effects described by patients and patient therapy compliance \[[@CR19], [@CR20]\]. It was reported that design features did not significantly influence OSA symptom severity, frequency, or duration \[[@CR21]\]. Recent studies, however, suggest that devices designed to allow adjustment of mandibular protrusion are more likely to provide successful therapy, especially in moderate to severe OSA, as compared to fixed monobloc appliances \[[@CR14], [@CR18]\]. Design features may also influence retention of the MAD during sleep. Effective MAD therapy for OSA is thus complexly related to the degree of customization, the ability for titration of the mandible, as well as the retentive capacities of a particular MAD \[[@CR13]--[@CR15]\]. Knowledge of the retentive characteristics of a particular MAD is therefore essential for selection of a proper MAD for clinical use. To the best of the authors' knowledge, the present study is the first to use an in vitro setup to analyze and measure the retentive forces of different types of MADs. The results of the present study indicate that it is feasible to evaluate in vitro retentive characteristics of monobloc MADs.

The experiment design included the use of a hydraulic cyclic test machine and epoxied casts for measuring retention forces on removal of the MADs from the casts. As in any in vitro test, assumptions and compromises had to be made. First, the path of a removable denture is the direction in which it moves in relation to the supporting teeth when it is inserted or removed from its position, as guided by the contact of its rigid structures with the teeth. Interference structures must be detected and resolved in order to find a feasible path of insertion or removal \[[@CR22]\]. Second, in vivo, some condylar rotation will occur before the mouth opens, followed by a translation on further opening as well as interaction with muscles that generate medio-lateral movements \[[@CR23]\], which may also influence this path of removal. Such elements were not simulated in the present in vitro test, where a simplified straight line of removal was followed without fully respecting the path of least resistance. This could cause increased friction, resulting in higher removal forces in the present test than would occur clinically. Third, the tests were carried out in a dry environment, which could have had a dual effect: although it could have increased retention forces due to increased resistance, the absence of a lubricant also may have resulted in less optimal adaptation of the MAD due to a lack of contact between the inner layer of the MAD and the outer layer of the casts, thereby eliminating the adhesive layer that is formed in a completely removable denture. Thus, omitting lubrication also could have lowered the retentive forces being measured. Finally, the dental configuration of only one patient was tested; therefore, the influence of the inclination of teeth on the generated forces could neither be quantified nor compared with other dental configurations. This could be of importance regarding the retention forces with respect to the presence and magnitude of undercuts, as described in studies of the retention forces of thermoplastic clasps \[[@CR24]\].

Nevertheless, the present setup does allow for a reproducible way of testing and shows a significant distinction between the measured removal forces of all three tested MADs. This finding emphasizes that classification of MADs in terms of construction materials cannot be translated directly into retentive behavior, as the TP-duo showed high retention forces compared to the TP-mono. Indeed, retention characteristics seem to be related to the application of, in this case, the thermoplastic. The thermoplastic "body" of the TP-duo is contained in a perforated rigid spoon to sustain the softened thermoplastic by mechanical retention upon cooling after adaptation. The higher removal forces found in the TP-duo as compared to the TP-mono could be attributed to this design, which improves rigidity and fit. This conclusion supports recent findings with another prefabricated thermoplastic MAD (Somnoguard AP, TomeD Dr. Toussaint GmbH, Germany) also contained in a rigid shell \[[@CR18]\]. Finally, one may not expect a custom-made MAD like the CM-mono to automatically guarantee the highest retention forces (Table [1](#Tab1){ref-type="table"} and Fig. [2](#Fig2){ref-type="fig"}) as compared to a chair-side adapted MAD, such as the TP-duo tested.

In the present study, it was found that retention forces could change significantly over time (Table [1](#Tab1){ref-type="table"}), depending on the type of MAD. This is not surprising since wear will occur during repetitive insertion and removal of the MAD, causing a decrease in the degree of fit and thus lowering retention forces. Indeed, wear particles formed on all of the MADs tested as is shown in Fig. [4](#Fig4){ref-type="fig"}. The results indicate that the TP-duo suffered the most from wear effects, showing a significant decrease in retention forces over time. Although little is known about the effects of such wear patterns on MADs, it can be expected that general tribological principles will govern the materials' behavior under load \[[@CR25]\], further emphasizing the importance of the materials chosen for constructing the MAD.

The results further show that an increased amount of protrusion seems to cause higher retention forces (Fig. [3](#Fig3){ref-type="fig"}). The present setup does not allow generalizing this finding since it might well depend on, e.g., the inclination of the upper incisors as well as other dental and experimental factors. It could however indicate that the retentive capacities of MADs might be related to the degree of mandibular protrusion. It is not yet known to what extent or how this can be translated into the clinic during, for example, titration procedures. Increased protrusion may cause the MAD to show higher retention forces, while at the same time, such forces might result in an increased risk of tooth displacement and side effects \[[@CR26]\]. Furthermore, it is still unclear whether an increased amount of protrusion will maintain a linear relationship with therapeutic efficacy \[[@CR26]\]. Additional research is needed to determine the effects of protrusion on retention.

An interesting approach could be to put the measured retention forces into clinical perspective. Jaw opening forces depend on the amount and speed of the opening movements \[[@CR27]\]. At an interincisal distance of about 10 mm, which is comparable to the average thickness of a MAD, pooled data showed that opening forces range from 2 to 9 N and increase substantially to an average force of 19.9 ± 4.5 N at an interincisal distance of 49 mm at mouth opening. Looking at the magnitude of these literature values, it becomes clear that the TP-mono tested in the present in vitro setup with the particular jaw configuration does not possess sufficient retention forces to resist even initial jaw opening, let alone full mouth opening, whereas the other MADs tested could show sufficient retention forces. In clinical trials, loss of a MAD during sleep is often mentioned as one of the primary reasons for discontinuation of treatment \[[@CR15], [@CR18], [@CR28]\]. The present results support this finding and further substantiate the clinical data of Vanderveken et al. in which patients reported loss of a prefabricated adaptable thermoplastic MAD \[[@CR15]\] during sleep, suggesting this could be explained by insufficient retention forces. Since the present results indicate that retention seems to be favored by a tight fit of the MAD onto the teeth, further research is required to describe the relationship between retention and reported side effects of thermoplastic appliances \[[@CR15], [@CR17], [@CR29]\]. One must however realize that at this moment it is not yet clear what exactly the opening force is a MAD should resist. This answer is not yet available and can only be found in studying the individual patients' mouth-opening forces in relation to the retentive capacity of a particular MAD. The present results do however tend to conclude that retentive forces that are just surpassing the passive opening of the mouth could be considered too low. Further research will need to address this topic.

No clinical data on the TP-duo are available yet to allow comparison of the present in vitro findings with in vivo data. However, a CM-mono similar in concept to the one tested in the present study has been evaluated clinically \[[@CR15]\] with no complaints noted on loss of retention, emphasizing again the importance of a tight fitting MAD.

Retention could furthermore become of primary importance when the MAD is titrated towards its protrusive position of therapeutic effect. In a recent in vivo study \[[@CR30]\] an almost linear relationship between recorded force and mandibular advancement was found, reaching up to 13.6 N. Forces in this order of magnitude may not only cause potentially irreversible changes of occlusion \[[@CR30]\] but may also increase the risk of loss of retention of the MAD. Further research is needed to translate the in vitro forces measured in the present test into clinically relevant indicators and to determine the key design features of MADs explaining the differences in retention characteristics measured.
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